
COMMONWEALTH of VIRGiNIA
DEPARTMENT OF FORENSIC SCIENCE

CALIBRATION LABORATORY

A Nalionally Accredited Laboralory

737 NORTH 5TH STREET

RICHMOND, VIRGINIA 23219

(804) 786-6971

CERTIFICATE OF INSTRUMENT ACCURACY

INSTRUMENT: Intox EC/IR II

SERIAL NUMBER: 010588

DATE CERTIFICATION METHOD
PERFORMED:

DATE RECERTIFICATION DUE:

March 2,2015

August 29, 2015

The above listed instrument was found to meet all requirements for accuracy and performance established by the
Department of Forensic Science as required by §9.1-1101 (B)(3). Measurement traceability is established
through the use of reference materials supplied by an ISO/IEC 17025:2005 accredited calibration laboratory.

Estimation of Uncertainty of Measurement:

0.020* 0.004 g/210 L

0.080 ± 0.004 g/210 L

0.150* 0.008 g1210 L

0.250 ± 0.008 g/210 L

The Uncertainty of Measurement is reported at the 99.73% level of confidence and a coverage factor ofk3.
The estimation of the Uncertainty of Measurement is calculated for the Certification process only.

CITY OF RICHMOND

COMMONWEALTH OF VIRGINIA

acknowledged bethre me this _____ day of
€9-ti 5 by Michelle M. Bifieter

pw~s&v.

Michelle M. Billeter

Forensic Scientist

The foregoing was
L414ou’tf”)4

C
Ciera N. Boxley, Notary Public

-~

I Ciera N. Boxley
~ ~‘ Notary Public - ID 7364173
~ - .~ Commonwealth ofVA
~ycorn. Exps~

My commission expires:August 31, 2018



Department of Forensic Science
Breath Alcohol Section

Instrument Maintenance History
3/2/2014 To 3/2/2015

Date

02-Mar-15

05-Feb-15

09-Sep-14

24-Mar-14

Date
02-Mar-15

09-Sep-14

09-Sep-14

24-Mar-14

Initials
DBH (21250)

MMB (26417)

DBH (21250)

HMS (18910)

Instrument Serial Number: 010588 As of 02-Mar-15

Maintenance Certification Technician
Remarks
CALIBRATED AND CERTIFIED.

REPLACED KEYBOARD.

CERTIFIED.

CERTIFIED
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INTOX EC/IR II
Quality Assurance Worksheet

Instrument Serial Number 010585 Worksheet Start Date 3/2/2015

Location DFS-Central

Address 737 N 5th St Richmond VA 23219 -

DFS Technician Donald Hall License No 21250

W Laboratory r On-Site

Site Specification No detrimental environmental conditions exist r

Instrument Barometer (mm HG) — 762 Reference Barometer (mm HG) 762

Reference Barometer(RB)Serial # 009109 RB Calibration Due 7/28f2015~

Measurement Assurance Check

Standard (sea level) PA Target minimum maximum Sample 1 0 305
0300 0301 0291 0310 Sample 2 0306

Precision sample mm sample max Sample 3 0 306
0001 0305 0306

Standard (sea level) PA Target minimum maximum Sample 1 0101
0100 0100 0097 0103 Sample2 0101

Precision sample mm sample max Sample 3 0 101
0 0101 0101

Dry gas standard Lot No (with tank no) AG320502-01

r Replaced dry gas standard (+O-nng) Supplies —

Mouthpieces I
r Installed at Location Certificates of Analysis ~

Operator Worksheet
F Remo~ed to DFS-Central Other 7

Notes

Intox EC/IR II QAWorksheet DFS Document 250-F113
Issued by Calibration and Training Program Manager Revision 7
Issue Date 9-December-2013 Page 1 of 2



Instrument Serial Number 010585 Certification Date 3/2/2015

W Calibrated [7 Certified [7 Measurement Assurance Check

[7 Instrument Test F Troubleshooting/Maintenance Worksheet Completed
(Successful completion denotes satisfactory condition of the item

Standard (sea level) PA Target minimum maximum Sample 1 0252
0250 0251 0243 0258 Sample 2 0252

Precision sample mm sample max Sample 3 0 251
0001 0251 0252

Standard (sea level) PA Target minimum maximum Sample 1 0152
0150 0150 0145 0154 Sample2 0152

Precision sample mm sample max Sample 3 0 152
0 0152 0152

Standard (sea level) PA Target minimum maximum Sample 1 0 081
0 080 0080 0077 0083 Sample 2 0081

Precision sample mm sample max Sample 3 0 081
0 0081 0081

Standard (sea level) PA Target minimum maximum Sample 1 0019
0020 0020 0017 0023 Sample 2 0019

Precision sample mm sample max Sample 3 0 019
0 0019 0019

All measurements are in g/210L
Estimation of Uncertainty of Measurement and traceability records are located within the Breath Alcohol Section

DFS Technician Date

Issuing Analyst Date cc \ 3

Intox EC/IR II QAWorksheet DFS Document 250-F113
Issued by Calibration and Training Program Manager Revision 7
Issue Date: 9-December-201 3 Page 2 of 2



Intox EC/IR—TT: Ca1Lbrat~on

Department of Forensic Science
Sertat Number: 010588 Test Number: 1736

Teet Pate: 0$/02/20Z5 Test Tjme. 74:00 &‘.$T
Dry Gas Tar~’~t: 0.100

tot Number: 3441310013—02 Exp Date: 01/01/2016
Tank Pre:~.itte: 958 psI Baromettic Pressure: 762 swuNg

System Check: Passed

Test tj/210L Time
BLK 0.000 14:01
CAt 0.100 14:02

Test Status; Success

Calibration CRC: DCDB7C4C



Tntow EC/TR—IT: certification

Department of Forensic Science
Serial Number: 010586 Test Number: 1737

Test Date: 03/02/2015 Test TIme: 14:13 EST
lFk

Technician TnIti.~ls; 08ff
t’ty Gas Tar’;et: 0.251

Lot t4flmber: itii42.~S0T4—OZ Exp Date; 07/05/2016
Tank Pressure: 732 psi Barometric Pressure: 762 mmffg

System Check; Passed

Test g/210L Time
DIAG Pass 14:14
BLK 0.000 14:15
‘14K 0.253 14:15
ELK 0.000 14:17
‘14K 0.253 14:18
BLK 0.000 14:20
CHK 0.253 14:22
ELK 0.000 14:24

Success

Standard Value (at sea level): 0.250 g/210L

Certification Status: Continued



latex EC/IR—TI: CertlEli-&tinn

Depntru&nt of Forensic Science
Serial Number: 010588 Test Numbør: Z?~

03/02/2015 Test Time: 14:26 ES?

Technician Initials: DEN

Test
0 TAG
Bt.K
CR K
BLK
CHIC
BLK
t94 1<
BLV

0.000
0 * 2 ~.2
0.000
0.2!32
0.000
Ci . 2 ~
0.000

Success

14:27
14:28
14:30
I A.~
t~I •

14:33
1.4 : 34
1 4 : 36

Standard Va)ue (at sea level): 0.250 g/210L

Test Date:

tot Number:
Tank Pressure;

Dry Gas Target: 0.252
16Z142.50r4-0l Exp Date: 07/05/2016
72? psi Barometric Pressure: 762 rnrnNg

System Check; Passed

g/210L Time
Pass 14:26

Certification Status: Ccinl:i nzie’i



T~41
latex EC/IR—IT: Certification

Department of Forensic science
Serial Number: 02(588 Test N’,uubec: 1739

Thst Date: 03/02/2015 Test Time: 14:40 EST

TechnLci.~n txaitials: DEN
Dry Gas Target: 0.2.50

Lot NtImbeE: 0771315013-02 Exp Date: 05/01/2015
‘rank Pres~ijre: 115 psi Barometric Pressure: 7~3 mt~sffg

Sys teiu Check: Passed

Test g/210L Time
P1kG Pass 14:40
ELK 0.000 14:41
CHIC 0.132 14:42
811< 0.000 14:44
CHIC 0.152 l4:4~
SLY 0.000 14:47
CHIC 0.152 14:48
BLK 0.000 14:50

Success

Standard Value (at sea level): 0.150 t3/210L

Certitlcatlcjn Status: C’mtinued



tutox EC/TR—TT: Cettification

Department ni Forensic ,9c1 cure
Set tat N’tmhet: 0)05.98 Test Number: 1740

Test Date: OY/02/2015 Test Time: .74:52 ES?

Technician tnittats: OSH
Dry Gas Target: 0.080

Lot Number: Y441308012—02 E~p Date; 0i./OZ/2016
Tank Ptessuze: 75 psi Rnrcnuetrje: Pressure: 762 ,rnnff~j

System Check: P,yssed

Test ‘3/210L Time
01M P..izs 14:52
BLF 0.000 14:53
CHIC 0.081 14:54
fitS 0.000 14:56
CHit 0.081 14:57
ELF 0.000 14:58
CHit 0.081 14:59
BT.K 0.000 15:03

Success

Standard Value (at sea level): O.0R0 43/210L

Cc~rtIfication Status: continued



Iratox EC/IR—TI: Certification

Department of Forensic Science
Serial Number: OIOSAS Test Numbet: 1741

Test Date: 0,?~/02/2fljc Test Time: lc:04 ~3T

Trt.”hiijCj,~tfl initials: DEW
Pry Gas Target: 0.021?

Lnt Nnmher: 0771 2020T1—03 EXQ Date: Oc/0i/2015
Tank Pressure: 21) psi Barotoetric Pressure: 762 timiNg

system Check: Passed

Test g/210L Time
DIAG Pass 1S:04
BL.K 0.000 1,S:flc~
CRY 0.019 15:06
BUt 0.000 15:07
CRY 0.019 IS:0fi

0.000 15:09
CRY 0.019 1~3:l0
ELY 0.000 15:11

Success

Standard Value (at sea level): 0.020 g/210L

i~rti Eiratioe Status: Success



1$H
latex EC/YR—EL: Aceuzacy Check

Department of Forensic Science
Serial Number: 0)0588 Test Number: 1742

Test Date: 03/02/2015 Test Time: 15:14 Efl
Dry Gas Target: 0.301

Lot Number: AG428003-08 Exp Date: 10/07/2016
Tank Pressure: 48? psI Barometric Pressure; 762 mmHg

System ChecI~: Passed

Test ~/210L Time
ELK 0.000 15:14
CHK 0.305 15:15
ELK 0.000 15:1B
CHK 0.306 15:18
ELK 0.000 15:21
(14K 0.306 15:22

Test Status: Success

C.41 ibtal- ion CRr: riCflP7C4(



Tntox EC/TR-TT; Rceutacy Check

Depar bneii t of Forensic sd ence
Ser1a~ Number: 02058/9 Test Number: 1743

Test Date: 03/02/2015 Test Time: 15:25 ES?’
Dry Gas Target: 0.100

Lot Number: AG320502-0J Exp Date: 07/24/2015
Tank Pressure: 24? psi B.nouietrlc PiesbuEe; 762 msoff~

System Check: Passed

Test g/2t0L Time
BLK 0.000 15:26
CHIC 0.101 1~:27
BLIC 0,000 15:29
CHIC 0.101 15:20
RLK 0.000 15:31
CHIC 0.101 15:32

Test Si~.tns: success

C.~1. iI,i.~t 1 ore CRC: OCP$7C4fl

ie8ij



INSTRUMENT, TEST, PFS

RM~L, DOt’TRLII, B OFS Central Lab

2l2~0 10/01/2016 03/02/2015

oioras 03/02/2015

1~:41, EST

0.00

ti’4



Test #001744 Subject Test
Test Location I Department of

Test Date 02 Mar 2015

Operator’s Last Name HALL
Agency DFS central Lab

Card Serial Number 121250
Subjects Last Name INSTRUMENT

Subject’s Middle Initial
Driver’s License Number

Driver’s License State
End Date 02 Mar 2015 End Time

Data Type DIAG
Data Type BLK
Data Type CHK
Data Type BLK
Data Type SUBJ
Data Type BLK

SUBJ
BLK

Standard Type Dry Gas Std
Standard Lot Number AG320502-01

Tank Pressure 242
Blow Sample Number I Blow Duration
Blow Sample Number 2 Blow Duration

Tamper Evident Stamp a2637ffe
Test Status Success

Test Location 2 Forensic Science
Test Time 15:34

RemotelLocal Local
Operator’s First Name DONALD

Effective Date 10/01/2014

Result Time 15:41
Sample Value Pass
Sample Value 0.000
Sample Value 0.100
Sample Value 0.000
Sample Value 0.000
Sample Value 0.000
Sample Value 0.000
Sample Value 0.000

Test Location 3
System check Passed

License Number 21250

Subjects First Name TEST

Operator’s Middle Initial B

Expiration Date 10/01/2016

Subject’s Sex Male
Driver’s License Expiration 00/00/0000

Court Name DFS
Result Date 02 Mar2015

Sample Time
Sample Time
Sample Time
Sample Time
Sample Time
Sample Time
Sample Time
Sample Time

End-of-Blow Time 15:39
End-of-Blow Time 15:41

IntoxNet MIS Report
Report Generated 02 Mar 2015 at 15:53

Test Results

Instrument Serial Number 010588

Subject’s Date of Birth 00/00/0000

15:42

Data Type
Data Type

Result 0.00
15:35
15:35
15:36
15:38
15:39
15:40
15:41
15:42

3.72 sec
3.59 sec

Standard Value 0.100
Standard Expiration Date 07/24/2015

Barometric Pressure 762 mmHg
Blow Volume 2067 cc
Blow Volume 2478 cc

Test Status Code 0
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